Introduction
============

Root canal preparation is performed to eliminate the inflamed pulp tissue and necrotic debris and shape the root canal system to enhance its irrigation and filling \[[@B1]\]. To achieve the best treatment outcome, conical preparation of root canal must follow the original central canal path. However, this goal is difficult to achieve particularly in curved root canals due to the tendency of files to regain their straight shape \[[@B2], [@B3]\]. This often leads to procedural errors such as transportation, ledge formation and perforation \[[@B4]\]. Several root canal preparation instruments have been introduced to prevent procedural errors. Nickel-titanium (NiTi) rotary files have high acceptance due to their high flexibility and optimal canal centering ability \[[@B1]\]. These systems have shorter working time and result in less procedural errors \[[@B5]\]. However, fatigue fracture of these instruments may occur particularly in curved and narrow canals \[[@B6], [@B7]\].

ProTaper universal system (Dentsply Maillefer, Ballaigues, Switzerland) files have a convex, triangular-shaped cross-section and a safe non-cutting tip. They have a shallow v-shaped groove, which according to the manufacturer, increases their flexibility. ProTaper system has a set of files with variable tapers. SX, S1 and S2 files have ascending tapers along their cutting blades. F1, F2 and F3 files have descending tapers \[[@B8]\].

![Schematic view of canal geometry *A)* Before; *B)* After preparation](iej-13-240-g001){#F1}

These files have variable pitch and helical angle and their non-cutting tip decreases the possibility of canal transportation \[[@B8], [@B9]\]. Some studies reported that ProTaper system has a high canal centering ability \[[@B1], [@B8]-[@B11]\]. ProTaper system and other NiTi rotary files available in the market function based on continuous rotation movement \[[@B12], [@B13]\].

SafeSider system (Essential Dental Systems, South Hackensack, NJ, USA), with a reciprocating movement, has a flat-sided design, which decreases its engagement with dentin and increases its fracture strength during root canal preparation. SafeSider files are thinner and more flexible compared to other systems due to smaller cross-sectional diameter and flat sides. This system has eight stainless steel and three NiTi files \[[@B14]\]. However, several studies have reported that reciprocating motion increased the canal centering ability while it is considered to be similar to the manual balanced force technique \[[@B1], [@B8]-[@B11]\].

Several methods are available to assess canal centering ability of different root canal preparation systems such as the use of electron and light microscopy, micro-computed tomography, high resolution computed tomography and CBCT \[[@B15], [@B16]\]. In CBCT, three-dimensional images of an object are generated using a back filtered projection method. Although CBCT has lower spatial resolution than micro-computed tomography, the former provides valuable information about the morphology of root canals, fractures and changes in root structure \[[@B17]\].

Recent studies focus on improving NiTi rotary systems and recommend reciprocating movement to reduce instrument fracture \[18, 19\]. However, there is a limited knowledge on canal shaping ability of these instruments \[[@B20], [@B21]\]. The aim of this study is to compare the ProTaper (rotation system) and SafeSider (reciprocating movement) ability in preserving original root canal anatomy.

Materials and Methods
=====================

This *in vitro*experimental study was conducted on 30 human mandibular first molars extracted due to periodontal reasons. The teeth were selected using convenience sampling. Sample size was calculated to be 30 samples based on previous studies \[[@B22]\]. The inclusion criteria were extracted mandibular first molars with closed apices, no internal or external root resorption, no root cracks or caries and having a separate mesial root canal such that a \#10 file could pass the apical foramen while \#15 K-file could not pass the apex \[[@B15]\].

Periapical radiographs were obtained of teeth buccolingually and mesiodistally and those with calcified canals and internal root resorption were excluded.

The teeth were cleaned from tissue residues and debris using a scaler and a sterile gauze and were then immersed in 5.25% sodium hypochlorite solution for 1 h for disinfection. The teeth were then stored in saline until the experiment. The teeth were mounted in putty impression material (Speedex; Coltene, Altstätten, Switzerland) such that their roots were completely embedded in the impression material while their crowns were out of it. An impression of the root was obtained to stabilize the tooth position and ensure reproducibility and comparability of images \[23\]. To mark the mesiobuccal canal of teeth, gutta-percha was placed beside the mesiobuccal root to 1, 3 and 7 mm from the apex in order to differentiate the mesio-buccal and mesio-lingual roots. To prevent any change in anatomy of the apex, no file was introduced into the canals prior to scanning. Also, metal restorations (if any) were removed to prevent metal artifact. Next, the teeth underwent CBCT imaging (Rotograph Evo 3D; Villa Sistemi Medicali, Buccinasco MI, Italy) at 60 kVp, 6 mA and 11.2 sec time with 0.5 mm slice thickness (0.166 mm voxel size) in mesio-distal direction. The CBCT unit had 0.01 mm accuracy ([Figure 1](#F1){ref-type="fig"}). Only teeth with 20° to 40° root curvature angle, and radius of curvature less than 4 cm were included. After initial tooth selection, canal curvature was determined on CBCT scans \[15\] using on Demand software (Cybermed Inc. Seoul, South Korea), transverse sections perpendicular to the longitudinal axis of the teeth were reconstructed at 1, 3 and 7 mm from the apex. Preoperative CBCT scans were obtained of samples as such by an oral and maxillofacial radiologist.

The teeth were then taken out of the putty impression and were randomly divided into two groups (*n*=15). Stratified random sampling was used to allocate the teeth samples to each group. A \#10 K-file (Dentsply Maillefer, Ballaigues, Switzerland) was then introduced into the canal until its tip was visible at the apex. Working length was determined 0.5 mm short of the apex.

In group A, root canals were shaped by ProTaper (Dentsply Maillefer, Ballaigues, Switzerland) files using the crown down technique with a low-speed handpiece and an electric motor (NSK, Tokyo, Japan). S1, S2, F1 and F2 files at 250 rpm speed and 2.8 Ncm torque were passively used with a gentle in and out pecking motion until reaching working length.

In group B, SafeSider system (Essential Dental Systems, NJ, USA) was used for root canal shaping. The first file 25/0.06 was used passively in Endo-Express handpiece (Essential Dental Systems, NJ, USA) at 2500 rpm as recommended by the manufacturer.

Two samples were used as controls to assess the accuracy of systems, impression technique and standardization of mounting of samples. After preoperative CBCT scanning, no preparation was performed for these two samples and postoperative CBCT scans were taken of them. To stabilize the tooth position and ensure reproducibility and comparability of images, the samples were mounted in a jig made of putty impression material as practiced in a previous study \[14, 23\].

In use of both systems, patency was maintained using a \#10 K-file after using each rotary file. A new file was used for every five root canal preparations. After using each file, root canals were rinsed with 2.5% sodium hypochlorite solution with a 27-gauge needle and the samples were then stored in saline. For uniform preparation of apical area in terms of apical size, master apical file of \#25 was used in all teeth. NaOCl was used as lubricant during preparation. All root canal preparations were performed by the same experienced endodontist.

All teeth were placed again in their respective putty impressions (used for preoperative CBCT) and CBCT scans were taken again with the same exposure settings mentioned earlier.

Two samples were used as controls to assess the accuracy of systems, impression technique and standardization of mounting of samples. After preoperative CBCT scanning, no preparation was performed for these two samples and postoperative CBCT scans were obtained.

Preoperative and postoperative cross-sectional views of the roots at 1, 3 and 7 mm from the apex were analyzed by the software. For each tooth, a folder was created in a computer containing one preoperative and one postoperative image showing root cross-section at 1, 3 and 7 mm from the apex (two images per each level). The distance from the internal canal wall to the external root surface was measured at the mesial and distal on preoperative and postoperative images of each level. Measurements were made by two examiners and the mean of the two values was calculated and placed in canal centering ability formula as follows: $\frac{\left( \mathit{x1} - \mathit{x2} \right)}{\left( \mathit{y1} - \mathit{y2} \right)}$ or $\frac{\left( \mathit{y1} - \mathit{y2} \right)}{\left( \mathit{x1} - \mathit{x2} \right)}$

Canal transportation was also calculated using the formula ((x~2~-x~1~)-(y~2~-y~1~)) \[24\] where x~1~ shows the shortest distance from the mesial root surface to mesial canal wall before preparation and x~2~ shows the shortest distance from the mesial root surface to mesial canal wall after preparation; y~1~ indicates the shortest distance from distal root surface to distal canal wall before preparation and y~2~ shows the shortest distance from distal root surface to distal canal wall after preparation ([Figure 1](#F1){ref-type="fig"}). Next, the minimum and maximum canal centering ability were analyzed using *t*-test; if the obtained value was 1, it indicated that the file could maintain central canal path. The farther the value from 1, the greater the deviation from the original canal path. Also, the closer the canal transportation value to zero, the lower the canal transportation \[24\]. The *t*-test was used to compare the canal centering ability and apical transportation of the two systems while repeated measure ANOVA was used to compare the samples in each group. Also, a chronometer was used to record the mean duration of root canal preparation by each system and *t*-test was applied to compare the two groups in this respect. Only the instrumentation time was recorded.

###### 

The centering ratios of the two systems at different levels from the apex

  **Distance from apex**   **1 mm**      **3 mm**      **7 mm**      ***P*** **-value**
  ------------------------ ------------- ------------- ------------- --------------------
  **SafeSider**            0.24 (0.14)   0.41 (0.16)   0.58 (0.17)   *P*\<0.001
  **ProTaper**             0.73 (0.14)   0.83 (0.05)   0.91 (0.47)   *P*\<0.001
  ***P*** **-value**       *P*=0.000     *P*=0.000     *P*\<0.001    \-

###### 

Amount of canal transportation in use of the two systems at different levels from the apex

  **Distance from apex**   **1 mm**      **3 mm**      **7 mm**      ***P*** **-value**
  ------------------------ ------------- ------------- ------------- --------------------
  **SafeSider**            0.56 (0.54)   0.40 (0.37)   0.23 (0.03)   *P*\<0.001
  **ProTaper**             0.06 (0.03)   0.03 (0.01)   0.03 (0.01)   *P*\<0.001
  ***P*** **-value**       *P*=0.000     *P*=0.000     *P*\<0.001    \-

Results
=======

A total of 30 samples were evaluated in two groups of SafeSider and ProTaper (*n*=15). [Table 1](#T1){ref-type="table"} shows changes in central canal path in designated levels from the apex by use of the two systems.

At 1, 3 and 7 mm distance from the apex, the centering ratio of ProTaper system was higher than that of SafeSider system and this difference was statistically significant (*P*\<0.001).

According to repeated measure ANOVA, in ProTaper group, canal transportation in the apical part was significantly more than coronal and middle part of the root and this association was statistically significant (*P*\<0.001).

In SafeSider group, canal transportation increased from the apical towards the coronal part of the root and this difference at different levels was statistically significant (*P*\<0.001). [Table 2](#T2){ref-type="table"} shows canal transportation at different levels from the apex.

As seen in [Table 2](#T2){ref-type="table"}, at 1, 3 and 7 mm distance from the apex, canal transportation in SafeSider system was over 10 times greater than that in ProTaper system and this difference was statistically significant (*P*\<0.001, *P*\<0.001 and *P*\<0.02, respectively).

The mean duration of root canal preparation was 77.77±33.44 sec by the SafeSider system and 51.08±9.01 sec by the ProTaper system. The *t*-test showed that canal preparation by ProTaper was significantly faster than that by SafeSider (*P*\<0.02).

Discussion
==========

This study aimed to compare ProTaper and SafeSider systems in terms of canal transportation and centering ability at 1, 3, and 7 mm distances from the apex in curved mesiobuccal root canals of mandibular first molars.

Several NiTi files have been introduced to overcome the limitations of stainless steel hand files especially for use in curved canals. NiTi rotary files decrease the working time and procedural errors. However, they may break in curved canals \[[@B3]\]. Reciprocating systems were introduced to overcome the limitations of NiTi systems; however, information on the shaping ability of these systems is limited \[3\].

Several methods are used for assessment of the efficacy of NiTi files in maintaining original central canal path such as radiography \[[@B20]\], sectioning according to Bramante's method \[[@B25]\], longitudinal clearing of teeth \[[@B24]\], high-resolution computed tomography \[[@B15], [@B16]\], micro-computed tomography \[[@B26], [@B27]\] and CBCT \[14, 28\]. CBCT is a high-resolution imaging modality suitable for evaluation of root canal morphology, fractures and changes in root canal system following preparation \[[@B14], [@B29]\]. CBCT was used in the current study since this non-invasive imaging modality enables accurate and reproducible three-dimensional assessment of the root canal system without damaging the samples \[[@B11], [@B30]\]. Two methods are available for measurement of canal transportation on CBCT scans. Some studies superimposed pre- and postoperative images to determine changes in canal path due to preparation \[[@B31]\]. Others measured the distance between the external root surface and internal canal wall at the mesial and distal aspects on pre- and postoperative cross-sectional images at three different levels. Using relevant formulas, changes in canal path were determined \[[@B32], [@B33]\]. This method was used in our study and the distance between the external root surface and internal root canal wall was measured at three levels (1, 3 and 7 mm from the apex) to determine changes in apical and middle thirds of the root canal because the risk of procedural errors is higher in these two areas.

Mesiobuccal root of mandibular first molars with 20°to 40° curvatures were evaluated in our study because risk of ledge formation, canal transportation and perforation is higher in curved canals particularly in mesiobuccal canal of mandibular molars \[[@B34]\].

In the current study, SafeSider system caused greater canal transportation in the apical region and had a poorer canal centering ability compared to ProTaper system. Both systems caused canal transportation but SafeSider caused significantly greater canal transportation particularly at 1 mm distance from the apex and had a poorer canal centering ability (*P*\<0.001). Also, in both systems from apical to coronal part, the centering ability increased while canal transport decreased only at apical part (*P*\<0.001). Beveled lateral surfaces of SafeSider files have been designed to improve flexibility of these stainless-steel files \[[@B14]\]. Also, the back and forth motion of these files is expected to create a balanced force as the file is introduced into the root canal \[[@B19]\]. However, several studies have reported significant canal transportation following the use of stainless steel files with back and forth motion \[[@B35], [@B36]\]. Rhodes *et al.* \[[@B20]\] reported that SafeSider caused greater deviation of root canal wall compared to Vortex 06. Results of several studies have supported the superiority of NiTi instruments compared to stainless steel files in maintaining root canal curvature \[[@B35], [@B37]\]. Ceyhanli *et al.* \[[@B1]\] reported that canal transportation following preparation with SafeSider was higher than that with ProTaper Universal and Race, and SafeSider had poorer canal centering ability compared to the other two systems. Their study only evaluated the apical part at a 4 mm length, while this study also evaluates the middle and coronal parts. While Wigler *et al.* \[[@B38]\] did not find a difference in apical transportation using these two systems in apical thirds of curvature canals. The current results showed that ProTaper was well capable of maintaining the central canal path in curved canals, which was in line with the findings of other studies \[[@B39], [@B40]\]. These results may be due to the cross-sectional design of ProTaper files. These files have smaller contact area with dentin and have U-shaped grooves, which is claimed to increase the flexibility of files \[[@B41]\].

ProTaper Universal has a superior performance compared to conventional ProTaper system because the file tip has changed from a "guiding tip" to a "safe round tip" \[[@B42]\]. Gergi *et al.* \[[@B43]\] reported that canal transportation by use of this system is higher than that by use of twisted files and stainless steel hand K-files; they reported the reason to be sharp cutting edges and continuous tapering along the cutting edges of the files.

Root canal preparation time with ProTaper system in the current study was significantly shorter than that with SafeSider. Use of a higher number of files in SafeSider system explains longer working time with this system.

In the current study, canal transportation at 1 mm from the apex was significantly greater than that at 3 and 7 mm distances from the apex in both groups. Also, at 1 mm from the apex, files had significantly lower canal centering ability compared to the same files at 3 and 7 mm distances; this finding was in agreement with the results of Ceyhanli *et al.* \[[@B1]\] that showed SafeSider and ProTaper caused greater canal transportation at 1 mm from the apex compared to other levels. Wu *et al.* \[[@B44]\] reported that apical transportation greater than 0.3 mm decreases the quality of apical seal. Our results showed that SafeSider system exceeded this critical threshold, which calls for further studies on this system. However, in accordance with the study by Berutti *et al.* \[[@B45]\], ProTaper did not exceed the critical threshold in our study.

Future studies are required to assess the efficacy of SafeSider system in other teeth with variable degrees of root curvature in comparison with other rotary systems with reciprocating motion. Also, SafeSider system must be further evaluated in terms of crack formation, dentin removal and file fracture.

Conclusion
==========

Within the limitations of this study, the results showed that ProTaper system (in contrast to SafeSider) was well capable of preparation of narrow curved canals with high canal centering ability causing minimal transportation. In both systems, canal centering ability decreased and canal transportation increased from the coronal towards the apical region. Working time with ProTaper was significantly shorter than that with SafeSider.
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